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2ABSTRACT
Background: Glenohumeral subluxation (GHS) is reported in up to 81% of patients with
stroke. Ultrasonographic measurements of GHS by measuring the acromion-greater
tuberosity (AGT) have been found to be reliable for experienced raters.
Objectives: The primary aim was to assess the intra-rater reliability of measurements
of acromion-greater tuberosity (AGT) distance in people with stroke following a short
course of rater training. A secondary aim was to compare the inter-rater reliability of
these measurements between novice and experienced raters.
Methods: Patients with stroke (n=16; 5 men, 11 women; 74±10 years) with 1-sided
weakness who gave informed consent were recruited. Ultrasonographic measurements
were recorded at the bedside by two physiotherapists with patients seated upright in a
hospital chair. Reliability was assessed by intra-class correlation coefficients (ICCs) and
the standard error of measurements (SEM). Minimum detectable change (MDC90)
scores were used to estimate the magnitude of change that is likely to exceed
measurement error.
Results: Mean±SD AGT distances on the affected and unaffected sides for rater 1 were
2.2±0.7cm and 1.7±0.4cm, respectively. Corresponding values for rater 2 were
2.5±0.6cm and 2.0±0.4cm. ICC values for the affected and unaffected shoulders for
rater 1 were 0.96 and 0.91 respectively. Corresponding values for rater 2 were 0.95 and
0.90. SEM and MDC90 for both affected and unaffected shoulders were ≤0.2cm. Inter-
rater reliability coefficients were 0.86 (affected) and 0.76 (unaffected) shoulders.
Conclusion: Ultrasonographic measurement of AGT distance demonstrates excellent
intra-rater reliability for a novice rater. Inter-rater reliability of ultrasonographic
3measurement of AGT also demonstrates good reliability between novice and
experienced raters.
Key Words: Rehabilitation; Reliability; Glenohumeral subluxation; Ultrasonic imaging;
intra-rater; inter-rater
4Glenohumeral subluxation (GHS) is one of the most common musculoskeletal
problems in people with post-stroke hemiplegia with a reported incidence of up to
81%.1, 2Severe loss of motor function and apparent absence of supraspinatus
contraction are potential risk factors.3GHS presents considerable challenges to
the rehabilitation of the upper limb such as impaired normal shoulder function,
prolonged hospital stay, and depression as a result of increased disability.4The
association between GHS and other post-stroke complications such as pain and
poor motor recovery is uncertain.5When present in combination, however, these
could have a significant impact on overall upper limb function. Given these
implications, management of GHS in therapeutic settings is key and various
approaches have been proposed for both prevention and treatment.6-10
To evaluate the effectiveness of treatment interventions, accurate, reliable and
valid outcome measures are required. Current clinical measurements include the
fingerbreadth palpation method11 and plain radiographs.12The fingerbreadth
palpation method lacks the sensitivity to detect early signs and/or minor
subluxations.9 There is a concern that without treatment subluxation can
progress to an uncorrectable level over time.7Early GHS can contribute to
irreversible partial or complete tears of the non-elastic shoulder capsule.6,7,13
Radiographs are considered to be objective, and have high reliability and
validity,14 but problems relating to cost, time involved and risks inherent to
exposure to radiation14,15 limit their utility in the clinical setting.
5More recently, diagnostic ultrasound has also been used for the assessment of
GHS in people with post-stroke hemiplegia by measuring the acromion-greater
tuberosity (AGT) distance between the lateral border of the acromion and the
apex of the greater tuberosity of the humerus.16,17Using a large, static ultrasound
machine Park et al16 report high intra-rater reliability (ICC = 0.979) of ultrasound
measurements of GHS undertaken with patients seated in the upright sitting
position with arms dependent in a neutral position, without the arm support.
Although, radiographic measurements were also reported in this study, a
comparison was not possible because different landmarks were used for the
radiographic and ultrasonographic measurements of GHS. More recently, Kumar
et al17 recruited 26 patients with stroke, and, using a new standardized position
with the forearm supported, found that bedside assessment of acromion-greater
tuberosity (AGT) distance, undertaken by a physiotherapist trained in shoulder
ultrasound, demonstrates good intra-rater reliability (ICC = 0.98) and discriminant
validity. Another study compared ultrasound with the fingerbreadth palpation
method and it reports good agreement between these two methods highlighting
the potential clinical utility of the ultrasound method.18
Although there were differences in the measurement procedure, high reliability
coefficients (ICC =0.979 to 0.98) reported from these studies16,17 suggest that
ultrasonographic measurements are reliable when measured by the same rater.
However, the raters in these studies had good experience in musculoskeletal
ultrasound. To maximise clinical usefulness, it is critical to be able to produce
6reliable results with limited training in the use of ultrasound technique for the
measurement of AGT. Furthermore, none of the previous studies assessed inter-
rater reliability. Without good inter-rater reliability, the usefulness of the
ultrasound technique as an assessment tool is limited in the clinical setting. The
primary aim of this study was to assess the intra-rater reliability of measurements
of AGT in people with stroke following a short course of physiotherapist rater
training. A secondary aim was to compare inter-rater reliability of these
measurements when undertaken by novice and experienced raters.
METHODS
Patients
The study used a test-retest design and received approval from Frenchay
Research Ethics Committee Research Ethics Committee, North Bristol NHS
Trust, UK. Patients aged over 50 years, with stroke resulting in one-sided
weakness and who were able to sit upright, were eligible to participate.
Diagnosis/presence of GHS was not a requirement to be able to participate in the
study. Patients with other neurologic conditions, traumatic brain injury, brain
tumours or other serious co-morbidities, shoulder pathology (‘adhesive
capsulitis’), and recent surgery to the neck, arm, or shoulder, unavailable for
testing, and unable to volunteer due to any reason were excluded. Patients were
recruited from two local hospital trusts in the South West of England. Each
patient gave informed written consent to take part and, for those who lacked
7mental capacity, appropriate procedures were followed and involved a family
member signing a ‘personal consultee agreement form’ in the presence of the
patient.
Apparatus
A portable diagnostic ultrasound, (TITAN model, M-Mode, Depth 3.9, L38/10-
5MHz broadband 38 mm linear array transducer, Sonosite Limited, Hitchin, UK)a
was used for scanning the shoulder and for recording the AGT distance. The
equipment was tested and calibrated according to the manufacturer’s guidelines
prior to commencement of the data collection process. The precision of linear
measures based on manufacturer specifications is ± 2%.
Raters
Two raters (both physiotherapists) were involved in the assessment procedure.
For the experienced rater, the training protocol consisted of a one day
manufacturers course, supervised training from a consultant radiologist (14
hours), pilot work on 6 healthy volunteers and reliability studies on healthy
volunteers (n=32)19 and patients with stroke (n=26).18The novice rater received
training in shoulder ultrasound which included 1) one hour of formal training on
the portable ultrasound technique for AGT measurements 2) practice on five
healthy volunteers (2-3 hours) to become familiar with the protocol and
measurement procedure.
8Procedure
Baseline demographic data including age and gender, date of onset, type of
stroke, site of stroke, and side affected were collected from patient’s medical
records by the chief researcher (PK).The general neurological examination
included assessment of muscle strength in the shoulder muscles (Medical
Research Council Scale)20and muscle tone21,22on both affected and unaffected
sides. Muscle tone was classified as low tone (grade 0), normal (grade 1) and
high (grades 2-5) as described by Culham et al.22For both muscle strength and
tone, the shoulder flexors, abductors, and internal and external rotators were
assessed.
For ultrasound measurements of AGT distance, each patient was placed in the
standardized position to allow measurement of AGT distance (Fig 1).19Patients
were seated upright in a chair and all measurements were recorded at the bed-
side. The shoulder was in neutral rotation and adduction, with the elbow at 90° of
flexion and forearm in pronation. The forearms rested on a pillow placed on the
patients lap with the elbow joint itself remaining unsupported. Assistance was
provided by the researcher if patient was unable to move the arm. The ultrasound
transducer was then placed over the lateral border of the acromion along the
vertical/longitudinal axis of the humerus to scan the shoulder. AGT distance was
recorded on the frozen image using an on-screen calliper that automatically
calculates distances (Fig 2). AGT distance was defined as the relative lateral
distance between the lateral edge of the acromion process of the scapula and the
9nearest margin of the superior part of the greater tuberosity of the humerus.19A
dark linear acoustic shadow beneath the acromion helped to identify the lateral
edge of the acromion. The tendon of supraspinatus was clearly visible as a thick
band (acoustic hyperechoic appearance) at its point of insertion, which facilitated
identification of the greater tuberosity (Fig 2).
To assess intra-rater reliability, three ultrasound images of the right shoulder
were obtained and AGT distance was measured on each image (set 1) by rater
one. This was repeated on the left shoulder. A ten minute interval was then
provided during which patients were encouraged to move both shoulders out of
the standardised position. If necessary, assistance was provided. Patients were
then repositioned and a further 3 ultrasound images of each shoulder were
obtained and AGT distance was measured on each image (set 2). The same
procedure was then repeated by rater two. Thus, a total of six measurements
were recorded on each shoulder for each participant by each rater.
In order to ensure the rater was blind to measurements, the values displayed
were obscured by placing a sticker on the ultrasound screen. The experienced
rateralways performed the ultrasound measurements first. When one rater was
undertaking ultrasonographic measurements, the other rater was not present at
the bed-side and vice-versa, therefore, both raters were blind to each other’s
measurements. The total time spent with each participant was approximately 45
10
minutes; however, the actual time for scanning the shoulder and for recording
individual measurements was just over 1minute.
Data Analysis
Data were analyzed using the Statistical Package for Social Sciences(SPSS
version 21.0).b Descriptive statistics such as mean and standard deviation of
AGT distance measurements for both affected and unaffected shoulders for both
raters were calculated.
The Intra-rater and inter-rater reliability of ultrasonographic measurements of
AGT distance were assessed using intra-class correlation coefficients (ICC 2,1
and ICC 3,3 respectively) with 95% confidence intervals. For both raters, test-
retest reliability was assessed using the mean of the three measurements in Set
1 (M1, M2, M3) and Set 2 (M4, M5, M6). For the calculation of inter-rater
reliability, the mean of three measurements in Set 1 (M1, M2, M3) recorded by
Rater 1 were compared with the mean of three measurements in Set 1 (M1, M2,
M3) recorded by Rater 2. Reliability was considered excellent if the ICC value
was greater than or equal to 0.75, fair to good if the value was 0.40 to 0.74, and
poor if the ICC value was less than 0.40.23
The standard error of measurement was used to define 95% confidence limits
around individual measurements. Minimum detectable change (MDC), a
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distribution-based approach, was used to quantify the magnitude of change that
was not likely to be a result of measurement error.24For MDC, a confidence
interval of 90% is commonly recommended in the literature (MDC90), and it is
calculated by using the formula: MDC90 = 1.65 X SEM X √2, where SEM
indicates the standard error of the measurement.24,25
Repeated measures analysis of variance (ANOVA) was used to analyse test-
retest (set one versus set two) variability of repeated ultrasonographic
measurements of AGT distance on each shoulder for both raters and between
raters (set one of rater one versus set one of rater two).
RESULTS
Over a four month period, 18 patients with stroke were approached to participate
in the study. Two patients were medically unstable and were excluded from the
study. Therefore 16 patients (11 men, 5 women) with a mean age ± SD of 74±10
years were recruited into the study. Fourteen patients had a stroke because of
infarction, and two had a stroke because of haemorrhage. Eleven patients had
right sided weakness and five patients had left sided weakness. Seven patients
had low tone, four had high tone, and five had normal tone. Ten patients had a
motor power score of less than or equal to 2, and 6 had a motor power of greater
than or equal to 3. The mean time from the onset of stroke to data collection was
28 days.
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A summary of descriptive data for repeated measurements of AGT distance for
both the raters is presented in Table 1.
Repeated measures analysis of variance (ANOVA) showed no significant
difference in mean AGT distance measurements in either affected (F (5, 75)
0.104, p = 0.991) or unaffected (F (5, 75) = 0.233, p = 0.637) shoulders for rater
1. Similarly, repeated measures analysis of variance (ANOVA) showed no
significant difference in mean AGT distance measurements in affected (F (5, 75)
= 0.327, p = 0.895) or unaffected shoulders (F (5, 75) = 0.946, p = 0.457) for
rater 2.
However, repeated measures analysis of variance (ANOVA) showed a significant
difference in mean AGT distance measurements of 0.3cm in both affected (F (5,
75) = 12.861, p = 0.001) and unaffected (F (5, 75) = 48.073, p = 0.001) shoulders
for between rater measurements.
ICC, standard error of measurements and MDC90 for both affected and
unaffected shoulders for intra-rater and inter-rater reliability are presented in
Table 2.
DISCUSSION
The primary aim of this study was to assess the intra-rater reliability of
measurements of AGT in people with stroke following a short course of rater
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training. A secondary aim was to compare inter-rater reliability of these
measurements when undertaken by novice and experienced raters. Two
physiotherapists, acted as experienced and novice raters and recorded AGT
distance measurements at the bed-side using portable ultrasound equipment.
This study found excellent intrarater (test-retest) reliability for both affected (ICC,
0.95) and unaffected (ICC, 0.90) ultrasonographic measurements of AGT
distance in patients with post-stroke hemiplegia for the novice rater.
Corresponding reliability values for the experienced rater were ICC, 0.96 and
0.91 respectively. The inter-rater reliability between novice and experienced
raters was also found to be excellent (ICC 0.76 unaffected; 0.86 affected).
These findings are in agreement with previous studies on people with stroke.15,16
Park et al15 report excellent within-day intra-rater reliability (ICC 0.97 unaffected;
0.95 affected) for AGT distance measurements taken in a younger stroke
population (mean age 56±11 years). Similarly, Kumar et al16 found excellent
within-day (ICC 0.95unaffected; 0.98 affected) and between-day (ICC 0.94
affected and 0.76 unaffected) reliability for AGT distance measurements taken in
an older stroke population (mean age 71±10 years). In these studies, raters
involved in undertaking ultrasound measurements were experienced in shoulder
ultrasound. In Park et al15study, the rater had 5 years of experience in
musculoskeletal ultrasound. Similarly, in Kumar et al16 study, the rater
(physiotherapist) had specific training in AGT measurements. In contrast, our
study assessed both intra-rater and inter-rater reliability involving a novice rater
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(physiotherapist) with minimal training in AGT measurements. The experienced
rater in this study was involved in previous reliability studies on healthy and
stroke participants and had experience of taking measurements on 128
shoulders and 94 shoulders respectively. To our knowledge, this is the first report
of intra-rater and inter-rater reliability of AGT distance measurements taken by a
physiotherapist following a short period of training using portable ultrasound on
patients with stroke older than 50 years. Excellent reliability of measurements
suggests that a physiotherapist with minimal training (4 hours) in diagnostic
ultrasound is capable of undertaking reliable ultrasound measurements of AGT
distance. These results are very encouraging for clinical applications with a
potential for immediate feedback for therapeutic choices.
Evidence from the literature suggests that intra-rater reliability is generally
superior to inter-rater reliability and the latter tends to be lower due to error and
variation in decision-making between therapists.26In this reliability study, inter-
rater reliability for the ultrasonographic measurements of AGT distance obtained
by the two raters was comparatively less than intra-rater reliability but remained
excellent (ICC 0.76 unaffected; 0.86 affected). This is because physiotherapists
are generally considered having a good basic knowledge of anatomy and
therefore with minimal training are able to produce reliable results. These findings
are supported by a study which provided minimal training to three physiotherapy
students and report excellent inter-rater reliability (ICC 0.79) for the
15
ultrasonographic measurements of AGT distance undertaken in young healthy
participants.27
Despite excellent inter-rater reliability, significant differences in the mean AGT
measurements between two raters were noted. For the experienced rater, the
mean AGT distance measurements for unaffected and affected shoulders were
1.7±0.4 cm and 2.2±0.6 cm respectively. Corresponding values for novice rater
were 2.0±0.4 cm and 2.5±0.6 cm suggesting a mean difference of 0.3 cm
between two raters for both the affected and unaffected shoulder measurements.
Some individual variation in identification of bony point for measurement
purposes on the bony acromion process resulted in increased AGT distance
measurements for rater 2.
Interestingly both standard error of measurement and MDC90 for both rater 1
and 2 were 0.1 and 0.2cm which is in agreement with the previous study.16These
values suggest that the mean differences between the two raters did not have an
effect on the reliability coefficients, however is of more concern in the
consideration of validity. For the purpose of standardization, however, it is critical
that all raters measure the AGT distance using the same bony reference points. It
is worth noting that rater two practiced ultrasound on only five healthy people, but
not on patients with stroke and also lacked recent experience of handling patients
with stroke.
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Study Limitations
The current study has several limitations. This work was part of a bigger study,
and rater 1 always undertook measurements first, therefore an order effect
cannot be entirely ruled out. Secondly, although an inclusion criterion was to
incorporate patients as soon as they are medically stable for rehabilitation, this
was not always possible. The mean time from onset of stroke to first
measurement was 28 days, it is therefore difficult to confirm that the proposed
technique would be feasible for patients in the first few days after stroke. This is
important because early treatment of subluxation may help prevent further
secondary complications. Reliable and objective measurements are required to
monitor the effectiveness of interventions in the early stage of rehabilitation.
These limitations need to be addressed in future studies.
CONCLUSION
In conclusion, intra-rater and inter-rater ultrasonographic measurements of AGT
are very reliable in people with stroke when assessed by a physiotherapist rater
following a short period of training. Portable ultrasound offers a quick bed-side
assessment tool with the potential to assess shoulder subluxation in post-stroke
hemiplegia. Further work to establish the reliability of AGT distance
measurements in patients early after stroke is required.
17
References
1 Vuagnat H, Chantraine A. Shoulder pain in hemiplegia revisited:
contribution of functional electrical stimulation and other therapies. J
Rehabil Med 2003; 35: 49-54.
2 Ada L, Foongchomcheay A, Canning C. Supportive devices for
preventing and treating subluxation of the shoulder after stroke.
Cochrane Database Syst Rev 2009; 25: CD003863.pub2
3 Kumar P,Kassam J, Denton C, Taylor E, Chatterley A. Systematic review:
Risk factors for Inferior Shoulder Subluxation in Patients with
Stroke.PhysTher Rev 2010; 15: 3-11.
4 Chantraine, A., Baribeault, A., Uebelhart, D. and Gremion, G. Shoulder
Pain and Dysfunction in Hemiplegia: Effects of Functional Electrical
Stimulation. Arch Phys Med Rehabil 1999; 80 (3), 328-31.
5 Kumar P. and Swinkels A. A critical review of shoulder subluxation and
its association with other post-stroke complications. PhysTher Rev 2009;
14:13-25.
6 Linn SL, Granat MH, Lees KR. Prevention of shoulder subluxation after
stroke with electrical stimulation. Stroke 1999; 30: 963-68.
7 Wang RY, Yang YR, Tsai MW, Wang WT, Chan RC. Effects of functional
electric stimulation on upper limb motor function and shoulder range of
motion in hemiplegic patients. Am J Phys Med Rehabil 2002; 81: 283-90.
18
8 Stolzenberg D, Siu G, Cruz E. Current and futureinterventions for
glenohumeralsubluxation in hemiplegiasecondary to stroke. Top Stroke
Rehabil 2012; 19:444-56
9 Yu D, Chae J. Neuromuscular stimulation for treating shoulder
dysfunction in hemiplegia. Crit Rev PhysRehabil Med 2002; 14: 1-23.
10 Vafadar AK, Côté JN, Archambault PS. Effectiveness of Functional
Electrical Stimulation in Improving Clinical Outcomes in the Upper Arm
following Stroke: A Systematic Review and Meta-Analysis. Bio Med Rese
Inter 2015; http://dx.doi.org/10.1155/2015/729768.
11 Paci M, Nannetti L, Taiti P, Baccini M, Rinaldi L. Shoulder subluxation
after stroke: relationships with pain and motor recovery. Physiother Res
Int 2007; 12: 37-50.
12 vanLangenberghe HVK, Hogan BM. Degree of pain and grade of
subluxation in the painful hemiplegic shoulder. Scand J Rehabil Med 1988;
20: 161-66.
13. Miglietta O, Lewitan A, Rogoff JB. Subluxation of the Shoulder in
Hemiplegic Patients. New York State Journal of Medicine 1959; 59:457-60.
14. Boyd EA, Torrance GM. Clinical measures of shoulder subluxation: their
reliability. Can J Public Health 1992; 83 (Suppl 2): 24-8.
15.Paci M, Nannetti L, Rinaldi LA. Glenohumeral subluxation in hemiplegia:
an overview. J Rehabil Res Dev 2005;42:557-68.
19
16. Park GY, Kim JM, Sohn SI, Shin IH, Lee MY. Ultrasound measurement
of shoulder subluxation in patients with post-stroke hemiplegia. J Rehabil
Med 2007; 39: 526-30.
17. Kumar P, Bradley M, Gray S, Swinkels A. Reliability and validity of
ultrasound measurement of acromion-greater tuberosity distance in post-
stroke hemiplegia. Arch Phys Med Rehabil 2011; 92: 731-736.
18.Kumar, P., Mardon, M., Bradley, M., Gray, S. and Swinkels, A.
Assessment of glenohumeral subluxation in post-stroke hemiplegia:
Comparison between ultrasound and fingerbreadth palpation
methods.PhysTher, 2014; 94 (11):1622-1631.
19. Kumar P,Bradley M, Swinkels A. Within-day and between day intra-rater
reliability of ultrasound measurements of acromion-greater tuberosity
distance in healthy people. Physiother Theory and Pract 2010; 26: 347-51
20. Medical Research Council. Aids to examination of the peripheral nervous
system. Memorandum no. 45. London: Her Majesty’s Stationary Office;
1976
21.Bohannon RW, Smith MB. Interrater reliability of a modified Ashworth
scale of muscle spasticity. PhysTher1987; 67: 206-7.
22.Culham E, Noce R, Bagg S. Shoulder complex position and glenohumeral
subluxation in hemiplegia. Arch Phys Med Rehabil 1995; 76: 857-64.
23.Rosner B. Fundamentals of biostatistics. 4th ed. Belmont: Duxbury
Pr; 1995.
24.Haley SM, Fragala-Pinkham MA. Interpreting change scores of tests
20
and measures used in physical therapy. PhysTher 2006;86:735-43.
25.Kolber MJ, Saltzman SB, Beekhuizen KS, Cheng MS. Reliability
and minimal detectable change of inclinometric shoulder mobility
measurements. Physiother Theory Pract 2009;25:572-81.
26.Bland, M. An Introduction to Medical Statistics, 3rd ed. Oxford University
Press, Oxford 2000.
27.Kumar, Praveen and Chetwynd, Jo and Evans, Arwel and Wardle,
Gemma and Crick, Caroline and Richardson, Belinda (2011) Interrater and
intrarater reliability of ultrasonographic measurements of acromion-greater
tuberosity distance in healthy people. Physiother Theory and Pract
2011;27:172-175
21
TABLE 1: Measurements of acromion-greater tuberosity distance (cm) in
affected and unaffected shoulders for Rater 1 and Rater 2 (n=16)
RATER 1 (Experienced) RATER 2 (Novice)
Min Max Mean±SD 95% CI Min Max Mean±SD 95% CI
AFFECTED SHOULDER
Set 1*
Measurement 1 1.1 3.5 2.2±0.7 1.9-2.5 1.5 3.5 2.5±0.6 2.2-2.8
Measurement 2 1.1 3.3 2.2±0.7 1.9-2.5 1.6 3.3 2.5±0.6 2.2-2.7
Measurement 3 1.2 3.2 2.2±0.7 1.8-2.4 1.6 3.4 2.5±0.6 2.2-2.8
Set 2*
Measurement 4 1.4 3.4 2.2±0.6 1.9-2.5 1.5 3.4 2.5±0.6 2.2-2.7
Measurement 5 1.3 3.2 2.2±0.6 1.9-2.5 1.6 3.4 2.5±0.6 2.2-2.8
Measurement 6 1.3 3.5 2.2±0.7 1.9-2.5 1.6 3.4 2.5±0.6 2.2-2.8
UNAFFECTED SHOULDER
Set 1*
Measurement 1 1.0 2.7 1.7±0.4 1.5-1.9 1.5 3.0 2.0±0.4 1.8-2.2
Measurement 2 1.1 2.6 1.7±0.4 1.5-1.9 1.4 3.0 1.9±0.4 1.7-2.1
Measurement 3 1.1 2.6 1.7±0.4 1.5-1.9 1.5 2.9 2.0±0.4 1.8-2.2
Set 2*
Measurement 4 1.0 2.6 1.6±0.4 1.5-1.8 1.6 2.8 2.0±0.4 1.9-2.2
Measurement 5 1.1 2.8 1.7±0.4 1.4-1.9 1.6 2.9 2.0±0.4 1.8-2.2
Measurement 6 1.1 2.7 1.7±0.4 1.5-1.9 1.6 2.8 2.0±0.4 1.8-2.2
Min – Minimum AGT value recorded across patients
Max – Maximum AGT value recorded across patients
SD – Standard Deviation
CI – Confidence Interval
*There was a 10 minute interval between sets of measurements
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TABLE 2: Intra-rater and Inter-rater reliability coefficients, standard errors
of measurement and minimum detectable change for AGT distance
measurements in affected and unaffected shoulders (n=16)
AFFECTED SHOULDER UNAFFECTED SHOULDER
ICC SEM MDC ICC SEM MDC
(95% CI) (±cm) (±cm) (95% CI) (±cm) (±cm)
Rater 1 0.96 0.1 0.2 0.91 0.1 0.2
(0.91-0.98) (0.84-0.96)
Rater 2 0.95 0.1 0.2 0.90 0.1 0.2
(0.90-0.98) (0.80-0.95)
Inter-rater 0.86 0.1 0.3 0.76 0.1 0.2
(0.73-0.93) (0.60-0.88)
ICC Intra-class Correlation Coefficient
CI Confidence Interval
SEM Standard Error of Measurement
MDC Minimum Detectable Change
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Figure Legends
Figure 1:Patients’ standardized position for ultrasonographicmeasurementsof
AGT distance.
Figure 2:Longitudinal view of ultrasonographic image measuring the distance
between the lateral tip of the acromion process and the nearest medial margin of
the greater tuberosity (GT). The tendon of Supraspinatus (Sup) is visible above
the GT.
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FIGURE 1: Patients’ standardized position for Ultrasonographic
measurements of AGT distance
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Figure 2: Ultrasonographic measurement of Acromion-Greater Tuberosity
(AGT) distance
Longitudinal view of ultrasonographic image measuring the distance between the
lateral tip of the acromion process and the nearest medial margin of the greater
tuberosity (GT). The tendon of Supraspinatus (Sup) is visible above the GT.
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